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Of the wheelchair population, patients with spinal cord injury (SCI) are among the most susceptible to pressure ulcer formation because of intrinsic physiologic derangement, 10 with a reduced vascular response to loading, reduced muscular tone, progressive loss of muscle bulk, and impaired sensory biofeedback systems. 8, 10 A number of risk factors have been cited for pressure ulcer formation in which pressure concentrated over bony prominences 9, 13, 14 is thought to be the single most important etiologic factor. Prolonged high pressure results in local tissue ischemia and leads to tissue necrosis, 4, [15] [16] [17] which is associated with local perfusion failure of nutritive capillaries. Furthermore, sustained elevated pressure leads to impaired lymphatic circulation and hypoperfusion of the compressed tissue, resulting in an accumulation of toxic intracellular materials. 18 Shortterm loading produces elastic deformation and rapid elastic recovery, whereas long-term loading results in marked creep and requires significant time for complete tissue recovery. Soft tissues were found to be more tolerant to cyclic loading as compared with static loading. 19 Because treatment of established pressure ulcers is extremely difficult and costly, the ideal solution is prevention. 20 Current prevention strategies emphasize intermittent relief of interface pressure, such as performing pushups every 20 minutes, 1, 21 which has proven useful in preventing or ameliorating the symptoms of pressure ulcer. 17, 22, 23 However, various factors limit compliance with these regimens. Merbitz et al 24 found that only 57% of inpatients develop and maintain adequate pressure-relief behaviors, and Fisher and Patterson 25 reported that one third of the subjects are not compliant.
To facilitate intermittent pressure relief, various seating designs have been developed to provide pressure relief during prolonged wheelchair sitting. Static seat cushions of various materials are the most common options; however, because these cushions are static designs, pressure redistribution is only momentarily accomplished because progressive loss of this effect occurs from compression and distortion of the seating material. 26 Without dynamic pressure redistribution, these static cushions, when loaded to the "dense region," 27 eventually lose the ability to reduce the sitting load; therefore, the excessive load on soft tissue remains largely unrelieved. Dynamic cushions redistribute interface pressure through automatic cyclical inflation and deflation of the seat cushion. However, there is a lack of solid scientific research validating their efficacy. Additional approaches to pressure relief are with more expensive tilt and recline systems, but several drawbacks limited their clinical application. Tilt and recline systems are intended for powered wheelchairs, which make up less than 10% of all wheelchairs. Moreover, the reclined position, although it provides pressure relief, 28 removes users from a functional position, preventing normal daily activities. Furthermore, because these systems lack sensory feedback mechanisms, a regular change in posture is dependent again on user compliance. Therefore, it calls for an automatic pressure-reliving seating system that does periodic pressure relief and, at the same time, does not remove the user from a functional sitting position.
The purpose of this study was to evaluate an alternate seating system for its pressure redistribution effect in areas susceptible to pressure ulcers (ie, in and around the area of ischial tuberosities). Specifically, the alternate sitting protocol was compared for its interface pressure distribution with that of a regular sitting protocol together with performing pressurerelief pushups. An alternate protocol was defined as sitting alternately between a normal posture (sitting upright with ischial support) and an author-defined sitting upright with reduced ischial support and with an enhanced lumbar support posture (WO-BPS). The control protocol, a normal plus pushup protocol, was characterized by sitting in the normal posture and performing the clinically recommended pressure-relief pushup routine.
The hypotheses were as follows: (1) when the back part of the seat is tilted down and lumbar support is included, pressure on the ischial tuberosities will be reduced and shifted to the thighs and the back, and (2) sitting with periodically reduced ischial support (alternate protocol) will redistribute the contact pressure in a cyclic pattern, which will reduce the buttocks' exposure to high interface pressure more than a usual sitting plus pushups (normal plus pushup), in terms of a significantly lower average buttock-seat contact pressure throughout the sitting trial.
METHODS

Participants
Twenty 2 ) with no history of neuromuscular disorders as controls were tested. Written informed consent following the guidelines of the institutional review board of Northwestern University was obtained before experiment. The inclusion criteria for the paraplegia group were those people who were able to independently do pushups for pressure relief. People with degenerative disorders of the spine and with histories of injury or surgery of the pelvis, hip joint, and thigh, or with hip contractures were excluded. Also excluded were those with severe pain, spasm, and psychologic concerns preventing proper cooperation.
Wheelchair and the Alternate Seating System
A wheelchair equipped with an alternate seating system was used for all tests. Shown in figure 1 , the alternate seating system consisted of a split seat and a backrest with an enhanced lumbar support. The split seat had a movable back part of the seat that could be tilted downward (20°) to reduce the contact between the user's buttocks and the seat. The backrest hosted an inflatable air pouch as an adjustable lumbar support. The air pouch had a size of 215.9ϫ117.5mm 2 when deflated and had a maximal thickness of 40mm when inflated. A customized system with a microprocessor a was used to precisely regulate the tilting of the back part of the seat and the inflation and deflation of the lumbar air bladder via a motor and an air pump. The seating system can be set statically to a regular upright sitting posture (defined later in the text as a normal posture) and a sitting posture with the back part of the seat tilted down (defined later in the text as a WO-BPS posture). In addition, the seating system can also be set in a dynamic way to cyclically alter the sitting configuration of the wheelchair between the 2 standard sitting postures, normal and WO-BPS. In this way, the back part of the seat was cyclically tilted downward to reduce the sitting load exerted to the buttocks.
Sitting Postures
Normal. Sitting upright with the back part of the seat at 0°( flat) and without enhanced lumbar support. 
WO-BPS.
Sitting upright with the back part of the seat tilted downward 20°and with enhanced lumbar support.
In the test, a proper sitting posture entailed sitting with the buttocks all the way back into the seat. In addition, the obtruded part of the lumbar support was adjusted so that it was in contact with the region around L4. In our previous study, 29 we found that setting the lumbar support at this level and having the subject rest his/her back as much as he/she could helped to increase lumbar lordosis while not pushing the subject forward. The subject was asked to maintain the posture as consistently as possible during the 2 trials.
Sitting Protocols
The following 2 sitting protocols each lasted for 1 hour. Alternate. The wheelchair configuration was periodically switched between normal and WO-BPS every 10 minutes during the 1-hour trial. The initial posture was randomized.
Normal plus pushup. The wheelchair configuration remained at normal, and the subject did pushups every 20 minutes. A pushup entailed lifting the subject off the seat, either by themselves (fig 2A) or by using a Hoyer lift b ( fig 2B) if the subject could not perform a pressure relief. Subjects in the control and paraplegia groups were asked to maintain each pushup as long as they can keep the body off the cushion.
Interface Pressure
A pressure-mapping device c was used to record the interface pressure at 1Hz on backrest and the seat. For describing the spatial orientation of the interface pressure reading, a coordinate system was defined as the x axis pointing anteriorly, the y axis to the left, and the z axis to superior. The origin of this coordinate system for interface pressure reading on the seat pan was at the middle point of the rear edge.
Data Processing
For evaluating the interface pressure distribution pattern, the interface pressure reading from the seat was grouped for 3 horizontal regions (anterior seat: anterior region; middle seat: middle region; posterior seat: posterior region). As shown in figure 3 , the posterior portion of the seat cushion was the area between the buttock-thigh fold and the rear edge of the seat, where the back part of the seat was located. The area anterior to the buttock-thigh fold was bisected into the anterior portion and the middle portion of the seat cushion. From the interface pressure recordings, total contact area (TCA), average pressure, and peak interface pressure of both the backrest and the seat were obtained. TCA was calculated by multiplying 1.61cm 2 (the area of a single cell of XSensor c device) with the number of cells that had pressure reading higher than a pressure threshold (5mmHg). The average pressure was calculated as the contact pressure averaged over the TCA XSensor c cells that had the pressure reading higher than the same pressure threshold used in TCA calculation. It was obtained as a measure for a general indication about the contact pressure applied to a specific body-seat interface or to the whole contact area. The reason to choose a threshold of pressure in TCA and average pressure calculation was to eliminate possible noise in the pressure data. The pressure threshold was 5mmHg. PPx and PPy (location of peak interface pressure in x and y directions) on seat and PPy and PPz (location of peak interface pressure in z direction) on backrest were calculated.
For the normal plus pushup protocol, the time of each pushup was recorded for both the paraplegic and tetraplegic groups. However, because most subjects in the tetraplegic group could not perform the arm pushup (see fig 2A) on their own but with the help of the Hoyer lift b by lifting (see fig 2B) them off the seat for a fixed 60 seconds, only pushup time from the paraplegic group was analyzed.
Statistical Analysis
For each group, a paired t test determined any significant differences in TCA, average pressure, peak interface pressures between the normal and WO-BPS sitting postures, and between the alternate and normal plus pushup trials. Besides, a 1-way analysis of variance was performed for each of these data to detect any group difference. All statistical tests were performed by using SAS software d with the significance level as .05.
RESULTS
Participants
There was no age difference among the 3 groups (PϾ.05). The paraplegic group was significantly taller than the control group (Pϭ.008) and had larger body weight (Pϭ.027). However, no significant difference was found for BMI among the groups (PϾ.05).
Measurement in Normal and WO-BPS Postures
In figure 3 , average interface pressure on the seat is shown for the 20 control subjects. In normal posture, the interface pressure was concentrated within the vicinity of ischial tuberosities (posterior portion of the seat cushion), with the thighs taking substantially less interface pressure. In WO-BPS posture, the concentrated interface pressure at ischial tuberosities was mostly shifted toward the thighs, and the middle part of the thighs took the most loads (middle portion of the seat cushion). A similar pattern for interface pressure was noted in all groups. The average parameters of interface pressure measured in normal and the WO-BPS postures are given in table 1.
In normal posture, TCA on the seat was about 1300cm 2   (see table 1 ), with no significant difference among groups. However, the distribution of the contact area differed among the groups. Among the 3 portions of the seat, the anterior portion of the seat cushion had the smallest contact area for both the control and paraplegic groups but the largest in the tetraplegic group. The contact area for the middle portion and the posterior portion of the seat cushion was virtually the same for control subjects (see table 1 ), but the middle portion of the seat cushion for subjects with SCI had larger contact area than the posterior portion of the seat cushion. Specifically, the tetraplegic group had the smallest contact on the posterior portion of the seat cushion among the 3 groups (PϽ.001). The average pressure on the whole seat differed significantly among the 3 groups (PϽ.001), with the highest average pressure from the tetraplegic group and the lowest from the control group. However, on the posterior portion of the seat cushion where the ischial tuberosities are usually positioned, the average pressure was the highest in the paraplegic group with a group average as 88.9Ϯ4.2mmHg and the lowest in controls as 59.0Ϯ2.6mmHg, almost 30mmHg lower. Peak interface pressure was also found to be 18.8mmHg higher in the paraplegic group and 43.8mmHg higher in the tetraplegic group than that in controls (see table 1 ). In WO-BPS posture, TCA on the seat was about 1200cm 2   (see table 1 ), with the tetraplegic group having the largest and the control the smallest (Pϭ.019). For both SCI groups, the contact area on the posterior portion of the seat cushion was the smallest among the 3 seat portions. The average pressure in the tetraplegic group was significantly higher than that from the other groups by almost 20mmHg (PϽ.001). On the whole cushion, the tetraplegic group had the highest peak interface pressure, and the controls had the lowest (PϽ.001). On the posterior portion of the seat cushion, however, the tetraplegic group had the lowest peak interface pressure among the groups (PϽ.001).
Compared with the data for the normal posture, the TCA on the whole seat was significantly decreased in WO-BPS posture for all groups (PϽ.001). Looking more closely at the posterior portion of the seat cushion, a significant decrease in TCA, average pressure, and peak interface pressure was found in all groups. The TCA on the posterior portion of the seat cushion decreased by more than 30% (see table 1 for the absolute values of the data) in the control and tetraplegic groups and 24% for the paraplegic group (PϽ.001). Average pressure on the posterior portion of the seat cushion decreased from 28% to 42% (PϽ.001), with the largest decrease (42.8%) seen in the tetraplegic group (see table 1 ). The peak interface pressure also decreased significantly on the posterior portion of the seat cushion, with the largest decrease (50.7%) also seen in the tetraplegic group (see 1). At the same time, the decrease of interface pressure parameters on the posterior portion of the seat cushion was accompanied by a substantial increase of them on the anterior portion and/or the middle portion of the seat cushion. The average pressure on the middle portion of the seat cushion increased significantly by 39.2% in the control group (PϽ.001) and by 36.2% in the paraplegic group (PϽ.001), whereas the increase of average pressure was noted mostly on the anterior portion of the seat cushion for the tetraplegic group (39.0%, PϽ.001) (see table 1 ). The peak interface pressure also increased significantly on the anterior portion and the middle portion of the seat cushion in the controls and paraplegic groups (range, 13.1%Ϫ35.3%) but not in the tetraplegic group (PϾ.05) (see table 1 ).
With the posture changed to WO-BPS, the TCA on the backrest decreased in the paraplegic group (Pϭ.035) but did not change in the control and tetraplegic groups (PϾ.05). At the same time, the increase of average pressure and the peak interface pressure were over 40% and 10%, respectively; all increases were statistically significant. The location of peak interface pressure was brought to a significantly more superior level for all groups. Figure 4 shows representative interface pressure continuously recorded from the ischial tuberosity for the alternate and normal plus pushup trials. In the alternate trial (see fig  4A) , along with the cyclic change of the postures, the interface pressure (only average pressure and TCA was plotted for clarity) was changed accordingly. In the phases of normal posture, the average pressure and TCA were apparently at substantially higher levels than that in the WO-BPS phases. In the WO-BPS phases, the average pres- NOTE. Values are mean Ϯ standard error (SE). The location of peak interface pressure along the posterior-anterior direction (PPx) is also given for the whole cushion. The P value concerns the "posture" effect between normal and WO-BPS postures. Abbreviations: anterior seat, anterior portion of the seat cushion; middle seat, middle portion of the seat cushion; NA, not applicable; posterior seat, posterior portion of the seat cushion. *Statistical significance.
Measurement in the Alternate and Normal Plus Pushup Protocols
sure and TCA dropped dramatically to less than half in this specific example. By comparison, the average pressure and TCA experience little change during the entire normal plus pushup trial (see fig 4B) , except when the subject was performing a pushup. Table 2 summarized the group average of interface pressure parameters, each obtained as the averaging value over the entire 1-hour trial for both protocols. The average buttock and thigh seat contact area on the whole seat and posterior portion of the seat cushion in the alternate protocol were significantly smaller than that in the normal plus pushup protocol. On the posterior portion of the seat cushion, the average pressure was significantly smaller by more than 15% in the alternate protocol than that in the normal plus pushup protocol for all groups (PϽ.001) (see table 2). At the same time, average pressure on the middle portion of the seat cushion was higher in the alternate protocol. On the anterior portion of the seat cushion, the average pressure in the SCI groups was both slightly (Ͻ9mmHg) but significantly (paraplegic group, Pϭ.013; tetraplegic group, PϽ.001) higher in the alternate protocol, whereas there was no difference in the controls (PϾ.05) (see table 2 ). On the posterior portion of the seat cushion, peak interface pressures in the alternate protocol were lower in all 3 groups than those of the normal plus pushup protocol, and these decreases in the control and tetraplegic groups were significant (control group: 17.5mmHg decrease, Pϭ.031; tetraplegic group: 71.1mmHg decrease, PϽ.001). The average pushup time Ϯ standard error achieved by the paraplegic group was 49.0Ϯ2.8 seconds (nϭ20).
DISCUSSION
This study measured interface pressure in 2 sitting postures (normal, WO-BPS) and during 2 sitting protocols (alternate, normal plus pushup) for able-bodied controls and subjects with paraplegia and tetraplegia. The effects on interface pressure distribution from these 2 different postures and 2 protocols were assessed. In general, the values of interface pressure in normal sitting posture, which is similar to the regular sitting posture used in other studies, were comparable to those previously reported. [30] [31] [32] For WO-BPS posture, a distinct pattern of interface pressure distribution, which differed significantly from that of normal posture, was found in both controls and subjects with SCI, characterized by a significantly forward shift of the high interface pressure location from buttocks to the thighs. This forward shift of the concentrated interface pressure greatly decreased the sitting load applied to ischial tuberosities and repositioned a substantial amount of this load to the thighs. This decrease could be more than 40%, as seen in our tetraplegic group. At the same time, part of the sitting load was seen transferred to the backrest, as indicated by the substantial increase of average pressure and peak interface pressure there. Therefore, the WO-BPS posture repositioned the majority of the sitting load away from the area around ischial tuberosities and moves it to thighs and the backrest.
Most of the currently available alternate pressure-relief seats usually consist of cellular structures that provide small scale alternate interface support by cyclically shifting interface pressure among neighboring cells (eg, Airpulse PK e ). The WO-BPS posture repositions high interface pressure from the ischia almost entirely to the thighs. This large-scale pressure repositioning has its own unique advantage in 2 senses. First, because it shifts most of the high interface pressure away from the entire ischial area to thighs, the unloading time for ischia can stay long. However, with the cellular design, because the interface pressure is shifted to neighboring units, still within the ischial area in which pressure ulcer risk is high, the unloading time for each cell should be limited to avoid overloading the neighboring area. Second, it has been reported that the load-bearing capacity of soft tissue in buttock-thigh area varies. Those on the thighs can sustain more than 80mmHg without injury, whereas that value for ischia is less than 40mmHg and for coccyx is even less, only 14mmHg. 33 Therefore, shifting interface pressure to the area with less pressure ulcer risk and higher load-bearing capacity is the optimal solution.
In addition to shifting the load to thighs, part of the buttock sitting load was shifted to the backrest in WO-BPS posture. Our previously published 29 data on able-bodied subjects showed that when the WO-BPS posture was used, the buttock load was repositioned to both thighs and the backrest. However, the increased load component in the superior-inferior direction on the backrest, which was the shear component in the lumbar area, was increased slightly by an average of 3.68Ϯ11.14N (PϾ.05) when subjects maintained upright posture and by 8.08Ϯ13.37N (Pϭ.030) when subjects were fully relaxed when they were reclining on the backrest. Therefore, there should not be any significant concern about the shear load increase in the lumbar area.
The advantage of releasing buttock loading provided by WO-BPS posture can be dynamically extended into prolonged sitting by incorporating this posture into an alternate sitting protocol. Although in the current study only half of the time in the alternate protocol was dedicated to WO-BPS posture, the average results showed that the alternate protocol imposed significantly less sitting load on the buttock than that of using pushup routine. In the normal plus pushup protocol, pressure relief achieved by pushups was minimal and momentary. Bader 34 reported that a full recovery of tissue perfusion could not be achieved within 2 minutes. His finding suggested that, to accomplish a full tissue perfusion recovery via pressure relief, the pressure relief must last long enough to allow the optimal perfusion level to be reached and maintained for a sufficient amount of time. It is apparent that the pushups, with an average pressure relieving time of 49 seconds, are far from enough for a full recovery of tissue perfusion. In the alternate protocol, however, the pressure-relieving time can last as long as the WO-BPS phase stays; therefore, by adjusting the duration of the WO-BPS phase, it is possible for the alternate protocol to provide sufficient time for a full perfusion recovery.
In a previously reported study, 35 to evaluate the pressurerelieving effect of mattresses with pressure alternating function, a scale of Pressure Relief Index (PRI) was defined as the minutes per hour when the local interface pressure was below a certain level. The alternate protocol in our study is very flexible in the sense that the WO-BPS phases can be set up as long as the user prefers, although only the 50% configuration was reported in the current study. Therefore, PRI for our alternate device would be a variable depending on the configuration of the protocol.
In evaluating supporting devices, such as mattress and seat cushions, interface-pressure mapping is a good tool to visually quantify pressure load distribution. However, several factors prevent it from being the sole reliable index of the risk of tissue overload. Not only the absolute value of interface pressure varies from person to person but also the variation of the tissue composition around high-risk locations determines that the capability for soft tissues to sustain pressure load may vary accordingly. Therefore, the vulnerability to tissue breakdown can be a complicated issue in response to excessive or prolonged interface pressure. In this sense, using a universal value of interface pressure threshold to determine the risk of tissue breakdown helps little. It has been proposed by several groups 36, 37 that interface pressure should be used in conjunction with other measures, such as tissue perfusion, skin temperature, humidity, and so on. Further study on evaluating this alternate sitting protocol should be performed to collect other outcomes such as tissue perfusion to investigate how the reposition of superficial pressure load induces perfusion reactions in underlying soft tissues.
Study Limitations
There are limitations of this study. A limitation was the sex differences among the groups of subjects in which the paraplegic group included only men. Although we are not aware of any sitting pattern difference between women and men, the sex mismatch between the groups should be seriously considered. Another limitation was that our paraplegic participants were significantly taller (180.0Ϯ7.6cm vs 169.9Ϯ12.8cm, Pϭ.008) and heavier (87.2Ϯ18.5kg vs 71.3Ϯ20.2kg, Pϭ.027) than the able-bodied participants. Because the main part of our study was investigating the relative changes between postures and between sitting protocols, this part of findings should not be affected by the group difference on body build. However, for those findings related to group difference, we would advise readers take caution in interpreting the results of group comparison in this study.
CONCLUSIONS
The alternate seating system has significant effect in repositioning the concentrated high pressure from the ischial tuberosities to the thighs both in able-bodied and SCI populations. This interface-pressure repositioning mechanism showed its advantage in reducing buttock tissue sitting load, whereas it did not move the users away from their upright functioning positions. Because the interface pressure relief achieved by reducing ischial support when using WO-BPS posture can last as long as the user remains in this posture, it is expected that the alternate sitting mechanism evaluated in this study might be a better seating option for people sitting for a prolonged time.
